As the term suggests, prosthesis-patient mismatch (PPM) is a creation of the surgeon. The stenotic aortic valve produces this problem for the patient. When a patient seeking relief gets PPM, he pays a very high cost. Rahimtoola 1 coined this term for the ineffective and unwanted problem that surgeons create. There are a large number of publications and meta-analyses of articles addressing this problem in aortic valve replacement. [2] [3] [4] [5] [6] [7] [8] In the four decades of my experience, I have conscientiously avoided this problem in my patients. I would like to share this experience.
How many aortic valve replacements have I performed? I have no accurate count but it is in excess of 5000 mechanical and tissue valve implantations. Excluded from this are patients who received aortic valve repairs, reconstructions and replacement with valved conduits, autografts, and homografts. Pibarot and Dumesnil 6 and others suggested a novel method for predicting the effective orifice area at surgery and reducing PPM in their patients. 7 There are many studies suggesting high gradients and greater PPM in patients receiving 19-mm or 21-mm St. Jude Medical mechanical valves. A few authors have cautioned against the use of these small prostheses. [2] [3] [4] [5] 8 There are practically no publications reporting significant PPM with 23-mm or larger mechanical or tissue valves in any population.
We have adopted our own method of reducing or abolishing this problem. Our strategy has provided excellent results in terms of low early mortality, lower late mortality, and use of a larger valve. Despite my teaching, I must confess that my students and colleagues have been reluctant to use these techniques and continue to implant smaller valves. Our studies in fresh cadaver homografts in India showed that the mean aortic annulus diameter in men (16-60-years old) was 23.2 AE 1.9 mm, and in women (16-45-years old), it was 21.2 AE 2.5 mm. 9 These correspond to an aortic valve area of 4.2 cm 2 (range 3.6 to 4.9 cm 2 ) in men and 3.5 cm 2 (range 2.8 to 4.4 cm 2 ) in women. Barring root replacement with homografts and autografts, such high orifice areas cannot be provided by any other implantable substitute. The best we can do is to implant a St. Jude Medical mechanical valve size 23-mm to 31-mm (model nos. AJ-501, AHPJ-505; St. Jude Medical, Inc., St. Paul, MN, USA) or tissue valves which are not likely to produce PPM. Therefore, it is necessary to implant a valve size of 25 mm or more in adult males and 23 mm or more in adult females. Our published results in patients undergoing aortic valve replacement for aortic stenosis show that nearly 80% of patients received a prosthesis of 23 mm or larger, and 54% received a 25-mm or larger valve. 10 Only 3% of patients received a 19-mm prosthesis; one was a child with a body surface area less than 1 m 2 and two were adult women with a body surface area less than 1.5 m 2 . These are small patients compared to the Caucasian population. The mean body surface area was 1.5 AE 0.2 m 2 , and none exceeded 2.0 m 2 . None received a 17-mm prosthesis, and no root enlargement was performed in any patient. There were no early or late deaths at a median follow-up period of 26.5 months. We have also published our observation on the surgeon as a variable for implantation of a larger prosthesis. 9 It was clear from this study that the actual size of prosthesis implanted was primarily determined by the surgeon and not always by the measured aortic annulus diameter.
In a small group of patients over a 6-year period, we implanted large 31-mm and 33-mm (reversed mitral) St. Jude Medical prostheses in the aortic position. 11 These included patients who presented with aortic regurgitation with or without stenosis. These patients demonstrated excellent exercise tolerance. We did not encounter any aortic root disruption in these patients with large prostheses. It is pertinent to point out that in none of these studies have we enlarged the aortic root. Postoperatively, patients have been asymptomatic and with low gradients. However, we have not particularly addressed PPM as defined, since the immediate and early postoperative echocardiography revealed no significant gradients. If this experience has a limitation it is not estimating the effective orifice area after surgery. The absence of symptoms, the low postoperative gradients, and the absence any published data on PPM with 23-mm and larger valves were reasons for not addressing effective orifice area. The complete absence of mortality in isolated aortic stenosis and the extremely low mortality (1.9%) in the larger experience of aortic valve replacement are pointers towards effective relief of obstruction. 9, 10 Our technique is simple and has been described earlier. A low aortotomy extending into the noncoronary sinus is our choice. The aortic valve is pulled up by strong traction on 3 stay sutures placed at the top of the commissural pillars. The heart must be fully arrested and flaccid. Calcification and fibrous thickening are dealt with by aggressive debridement. On completion of valve excision, the surgeon and assistant palpate the aortic annulus for any residual calcium. All calcific granules are meticulously removed. Thickened fibrous layers are peeled from both the annulus and subannular left ventricular outflow tract, including the anterior mitral leaflet. The annulus is now sized and the prosthesis is chosen when the largest sizer fits snugly in the annulus and can be eased into the left ventricular outflow tract without tilting; this is the size of prosthesis that is selected for implantation. The valve is sutured with simple interrupted sutures without pledgets. Between 18 and 21 sutures are used. The valve is lowered and gently coaxed into the annulus and left ventricular outflow tract. The sutures are tied, and the coronary ostia are inspected for any obstruction.
I have observed that a surgeon's attitude towards aortic stenosis to a great extent determines the valve size. Fear and ignorance rule the mind as well as a desire to avoid any difficulty, real or imagined. Aortic stenosis triggers a cautious approach and a small prosthesis. A high aortotomy, incomplete valve debridement, incomplete decalcification, residual fibrosis, and the use of pledgeted sutures are possible risk factors for implanting a small prosthesis and consequent PPM. It would have been preferable if the manufacturers did not make a 17-mm prosthesis. Availability of a small prosthesis is the reason for its use. Unfamiliarity with the surgical anatomy of the aortic root and fear of disruption are the reasons for the small prosthesis choice. I have had no aortic root disruption in my experience, even when a large valve (31-33 mm) is used. It has been my endeavor to implant the largest size of prosthesis that fits the annulus, irrespective of measurements before or at surgery. In a large number of patients, the size of the annulus in the flaccid arrested heart exceeds the measured diameter after complete excision of the valve, calcium, and fibrous thickening. An open mind enlarges the aortic root much better than any root enlargement technique.
This editorial may appear provocative and may be criticized as a pompous presentation with scant evidence. I would agree with that observation. However, if it challenges you to implant a larger valve in your next patient with aortic stenosis, it would be most satisfying.
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